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'Acoustic  intensity  measurements  were  made  at  NASA 
Lewis  Research  Center  on  a  spur  gear  test  apparatus. 

The  measuremer.s  were  obtained  with  the  Robotic  Acous¬ 
tic  Intensit-  Measurement  System  developed  by  Cleveland 
State  University.  This  system  provided  dense  spatial 
positioning,  and  was  calibrated  against  a  high  quality 
acoustic  intensity  system.  The  measured  gear  noise  com¬ 
pared  gearsets  having  two  different  tooth  profiles. 

The  tests  evaluated  the  sound  field  of  the  different 
gears  for  two  speeds  and  three  loads.  The  experimental 
results  showed  that  gear  tooth  profile  had  a  major 
effect  on  measured  noise.  Load  and  speed  were  found  to 
have  an  effect  on  noise  also.  _ _ 


INTRODUCTION 


The  NASA  Lewis  Research  Center  investigated  the 
effect  of  tooth  profile  on  the  acoustic  behavior  of 
spur  gears  through  experimental  techniques.  The  tests 
were  conducted  by  Cleveland  State  University  (CSU)  in 
NASA  Lewis'  spur  gear  testing  apparatus.  Acoustic 
intensity  (AI)  measurements  of  the  apparatus  were 
obtained  using  a  Robotic  Acoustic  Intensity  Measurement 
System  (RAINS).  This  system  was  developed  by  CSU  for 
NASA  to  evaluate  the  usefulness  of  a  highly  automated 
acoustic  intensity  measurement  tool  in  the  reverberant 
environment  of  gear  transmission  test  cells. 

The  purpose  of  this  paper  is  to  report  on  the 
results  of  noise  tests  of  two  different  spur  gear  pro¬ 
file  configurations  which  included  a  total  of  12  dif¬ 
ferent  speed  and  load  conditions.  Also,  the  useful 
features  of  an  automated  acoustic  intensity  measurement 
system  are  demonstrated  through  the  presentation  of  the 
test  results. 


RAIMS  consists  of  a  two-channel  spectrum  analyzer 
(FFT),  a  desktop  computer,  an  instrumentation  robot 


arm.  a  digita  control  unit  for  the  robot  and  an  acous¬ 
tic  intensity  probe  as  shown  in  Fig.  1.  The  computer, 
analyzer  and  digital  control  unit  module  are  connected 
via  an  IEEE-488  interface  bus  to  provide  computer  coor¬ 
dination  of  the  robot  and  data  acquisition  system.  A 
description  of  the  components  and  an  evaluation  of  this 
automated  system  have  been  reported  by  Flanagan  and 
Atherton  (1,2). 

RAIMS  measures  acoustic  intensity  by  the  two  micro¬ 
phone  technique,  utilizing  the  imaginary  part  of  the 
cross-power  spectrum.  Other  researchers  (3.4)  have  used 
this  technique  for  acoustic  measurements  in  reverberant 
environments  and  have  investigated  the  source  and  effect 
of  various  measurement  errors  in  this  method  (5,6).  The 
microphones  and  the  instrumentation  consist  of  high 
quality,  commercially  available  equipment.  Because  the 
acoustic  intensity  algorithm  was  programmed  in  the  desk¬ 
top  computer  the  system  was  calibrated  against  a  com¬ 
mercially  available,  precision  system  which  computes 
acoustic  intensity  directly.  This  process  involved  the 
comparison  of  the  acoustic  intensity  from  a  noise  source 
by  the  two  systems  and  provided  verification  and  cali¬ 
bration  of  RAIMS  in  the  frequency  domain. 

Acoustic  intensity  is  the  net  flow  of  sound  power 
per  unit  area  as  measured  at  a  point  in  space.  It  con¬ 
tains  both  magnitude  and  direction  information  and  is 
generally  presented  in  the  frequency  domain  to  display 
the  frequency  content  of  the  intensity  vector.  Measure¬ 
ments  at  points  which  form  an  inclusive  envelope  around 
a  noise  source  can  provide  information  on  the  source 
location  and  total  emitted  sound  power.  The  total  sound 
power  is  a  useful  quantity  because  it  is  a  characteris¬ 
tic  of  the  noise  source  and  is  unaffected  by  the 
envi ronment . 

The  AI  emitted  from  the  spur  gear  test  apparatus 
depends  on  the  nature  of  the  excitation  and  the  manifes¬ 
tation  of  the  surface  vibration  into  the  acoustic  far- 
field.  Surface  mounted  accelerometers  are  frequently 
used  to  identify  vibration  amplitudes  but  they  cannot 
characterize  the  noise  field  phenomena.  Also,  acceler¬ 
ometers  are  limited  to  measuring  the  vibration  at  the 
attachment  point  to  the  structure.  At  the  beginning  of 
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testing,  it  is  difficult  to  determine  the  accelerometer  obstructions  and  limited  access  space.  The  partial 

placement  to  pick  up  the  most  dynamically  active  points  sound  power  is  still  a  useful  measurement  for  the  com- 

of  the  structure.  Accelerometers  on  thin,  flexible  parison  test  of  the  two  gear  pairs, 

housings  can  mass  load  the  structure  and  corrupt  the 

dynamic  response  as  well  as  the  resulting  acoustic  TES1  RESULTS 

field.  Sound  pressure  measurements  from  single  micro¬ 
phones  can  also  be  biased  by  the  reverberat ion  and  The  automated  test  program  produced  a  great  deal 

acoustical  absorption  characteristics  of  the  surround-  of  data,  portions  of  which  are  presented  in  the  follow¬ 
ing  environment.  Because  acoustic  intensity  is  a  vec -  ing  graphs.  Figure  5  shows  the  AI  spectrum  at  one  of 

tor  quantity  and  does  not  measure  standing  waves,  it  the  163  points  for  the  standard  test  gears  operating  at 

has  been  shown  to  be  a  viable  technique  to  characterize  10  160  rpm  and  1615  N  tangential  load, 
radiated  sound  power  and  identify  acoustic  sources  in  The  spectrum  of  Fig.  5  shows  three  regions  of  high 

reverberant  environments.  amplitudes  which  are  present  (to  a  greater  or  lesser 

degree)  in  all  of  the  AI  spectrums  from  each  of  the 

APPARA 1  US  AND  1ESI  HARDWARE  163  measurement  points.  The  first  region  extends  from 

500  to  1500  Hz,  and  is  characterized  by  several  peaks 

The  experimental  noise  tests  were  performed  in  the  that  are  separated  by  the  operating  speed  of  170  Hz. 

NASA  Lewis  Research  Center  gear  fatigue  test  apparatus  The  high  amplitudes  in  this  region  are  attributable  to 

shown  in  Fig.  2.  The  test  apparatus  is  of  the  four-  the  excitation  from  the  bearing  passing  frequencies 

square  power  loop  type  with  the  torque  preload  supplied  which  may  be  amplified  by  the  test  gear  cover, 
by  a  rotary  hydraulic  actuator  built  into  one  of  the  The  second  region  extends  from  2800  to  3500  Hz. 

shafts.  An  electric  motor,  attached  at  the  extension  The  amplitudes  in  this  region  are  caused  by  the  coinci- 

of  the  second  shaft,  provides  the  power  to  drive  the  dence  of  the  torsional  natural  frequency  predicted  by 

system.  Changes  in  load  conditions  are  made  by  adjust-  Hark  (7)  to  be  at  3500  Hz.  Region  three  extends  from 
ing  the  hydraulic  pressure  on  the  actuator  loading  4300  to  6000  Hz,  and  it  represents  the  contribution 

vanes.  Speed  changes  are  made  by  exchanging  sheaves.  from  the  fundamental  meshing  frequencies  of  the  test 

The  slave  gears  are  simple  supported  by  the  bearings  and  slave  gears.  The  sidebands  are  caused  by  the 

and  the  test  gears  are  overhung  cantilever  fashion  at  errors  of  the  gear  tooth  profiles. 

the  front  of  the  apparatus.  The  two  bearings  are  sup-  The  fundamental  and  first  harmonic  meshing  frequen 

ported  by  vertically  rigid  mounting  plates.  A  metal  cies  of  the  test  gear  are  at  4741  and  9482  Hz.  The  fun- 

cover  with  a  transparent  viewport  in  the  center  enclo-  damental  mesh  frequency  of  the  slave  gear  is  at  5927  Hz. 

ses  the  test  gears.  Note  the  strong  presence  of  the  slave  gears.  This  is 

Two  sets  of  gears  were  tested.  The  first  set  con-  not  unexpected  since  the  test  apparatus  is  used  for 

sisted  of  the  NASA  standard  fatigue  tester  gears  whose  fatigue  testing  and  the  slave  gears  are  lightly  loaded, 

dimensions  are  shown  in  Table  1.  This  set  of  gears  has  An  indication  of  the  housing  dynamic  behavior  can 

tip  relief  starting  at  about  27°  roll  angle  which  is  be  obtained  by  plotting  lines  of  constant  intensity  at 

just  before  the  start  of  single  tooth  contact  during  a  given  frequency  for  a  complete  measuring  plane, 

mesh.  As  the  roll  angle  increases,  the  tooth  profile  Figure  6  shows  such  an  i so -intens i ty  plot  for  the  right 

has  a  linear  deviation  from  the  true  involute.  The  side  of  the  spur  gear  testing  apparatus  using  the  same 

teeth  of  the  second  set  of  gears  had  tooth  profile  modi-  operating  condition  as  in  Fig.  5  at  5927  Hz.  This  pla- 

fications  consisting  of  slightly  more  tip  relief  and  nar  representation  shows  concentration  of  high  and  low 

the  addition  of  root  relief.  The  gear  tooth  profiles  amplitudes  across  the  plane  which  appear  to  derive  their 

were  measured  on  an  involute  checking  machine  and  their  origin  from  the  structural  dynamics  of  the  housing, 
traces  are  shown  in  Fig.  3.  Figures  7  to  10  are  the  results  when,  at  a  given 

load/speed  condition,  the  acoustic  sound  power  of  the 
TEST  PROGRAM  scanned  area  is  determined.  The  plots  show  the  sound 

power  from  standard  and  modified  gears  at  the  two  speed 
The  acoustic  intensity  measurement  program  was  conditions  and  1615  N  load, 

carried  out  at  the  operating  conditions  indicated  in  Notice  the  gear  mesh  and  sideband  frequencies,  and 

Table  II.  Implementation  of  the  12  tests  was  accom  bearing  passing  frequencies  are  still  present,  lnspec 

plished  by  adjusting  the  pressure  to  the  hydraulic  actu-  tion  of  the  four  plots  shows  the  strong  signal  from  the 

ator  of  the  test  rig  and  exchanging  the  sheave  diameters  slave  gears  and  bearings.  For  the  standard  test  gear 

of  the  input  shaft.  For  the  two  operating  speeds  of  the  cases,  the  amplitude  increased  by  5  db  from  the  low  to 

test,  the  meshing  frequencies  of  the  28  teeth  test  gear  the  high  speed  tests  at  the  slave  gear  fundamental  f re 

and  35  teeth  slave  gear  are  indicated  in  Table  III.  quency  (Figs.  7  and  8).  For  the  modified  test  gear 

To  carry  out  the  acoustic  tests,  RA1MS  was  placed  cases,  the  increase  was  nearly  10  db  at  the  slave  gear 

in  front  of  the  test  rig  facing  the  test  gear  cover.  fundamental  frequency  (Figs.  9  and  10).  The  cause  for 

The  robot  was  then  programmed  to  measure  AI  in  the  four  this  higher  increase  could  be  due  to  the  influence  of 

planes  to  the  left,  front,  right,  and  top  of  the  cover  the  modified  test  gears,  which  have  a  relatively  high 

in  square  patterns  of  2.54  cm  extent  as  indicated  in  amplitude,  on  the  slave  gears  (cross  coupling). 

Fig.  4.  The  tip  of  thp  acoustic  intensity  probe  was  The  standard  test  gears  show  a  10  db  increase  in 

held  between  5  to  10  cm  from  the  surface  of  the  test  amplitude  from  the  high  to  the  low  speed  test  (Figs.  I 

rig.  A  total  number  of  163  scan  positions  were  used.  and  8).  Ihe  explanation  is  that  the  test  gears  opera 

Taking  the  average  of  32  measurements,  calculating  ted  near  the  predicted  torsional  natural  frequency  range 

the  acoustic  intensity,  storing  the  data,  and  position  of  3500  Hz  at  the  low  speed  tests  Finally,  this  effect 

ing  of  the  robot  requ'red  about  1  min.  This  automated  is  noticeable  even  in  the  modified  gear  test  data  lhe 

sequence  was  repeated  for  all  of  the  163  spatial  points  difference  between  the  amplitudes  of  the  standard  and 

of  the  total  scan.  The  163  points  did  not  represent  a  modified  test  gears  at  the  high  speed  test  is  nearly 

complete  enclosure  scan.  Consequently,  the  spatial  lb  db 

integration  of  the  acoustic  intensity  represents  only  a  Figure  II  is  a  comparison  of  thp  six  tests  per 

partial  measurement  of  the  total  sound  power.  A  com  formed  for  eai  h  gearset  lhe  measurement s  indicate  a 

plete  closure  scan  was  not  possible  due  to  piping 
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of  tooth  prof i le. 


1.  Flanagan,  P.M.  and  Atherton,  W.J.,  1985.  "Investiga¬ 
tion  on  Experimental  Techniques  to  Detect,  Locate, 
and  Quantify  Gear  Noise  in  Helicopter  1 ransmiss ions , " 
NASA  CR  -384  7 . 

2.  Flanagan,  P.M.  and  Atherton,  W.J.,  1984.  "Automating 
Acoustic  Measurements,"  Proceedings  of  1984  Computers 
i n.  Engineering  Conference,  ASMt,  Vol.  1,  pp.  36  -41. 

3.  Chung,  j.Y.  and  Pope,  J.,  1978.  "Practical  Measure 
ment  of  Acoustic  Intensity  -  The  Two -Mic rophone 
Cross -Spectral  Method,"  Inter  Noise  '78,  Noise  Con¬ 
trol  Foundation,  New  York,  pp.  893-900. 

4.  Chung,  J.V.,  Pope,  J.,  and  Feldmaier,  D.A.,  1978. 
"Application  of  Acoustic  Intensity  Measurements  to 
Engine  Noise  Evaluation,"  pi_esel  Engine  Nojse  Confer¬ 
ence,  SAE  P-80,  SAE,  Warrendale,  PA,  pp.  353-364. 

5.  Chung,  J.Y.,  1978.  "Cross -Spectral  Method  of  Measur¬ 
ing  Acoustic  Intensity  Without  Error  Caused  by 
Instrumentation  Phase  Mismatch,"  Journal  of  the 
Acoustical  Society  of  America,  Vol.  64,  No..  6, 

pp.'  1613-1616. 

6.  Gade,  S.,  1982.  “Sound  Intensity,  Part  II  -  Instru¬ 
mentation  and  Applications,"  B&K  Technical  Review, 

No.  4,  pp.  3-32. 

?.  Mark,  W.O.,  1982.  “The  Transfer  Function  Method  for 
Gear  System  Dynamics  Applied  to  Conventional  and  Min¬ 
imum  Excitation  Gearing  Designs,"  NASA  CR-3626. 


Accer.ion  For  y 

NTIS  CRA&7 
DTIC  TAB  □ 

Unannounced  □ 

By . 

DuV  iT  Jt.cn  I 

AvailaN!  7  On.'cs 

f  Av«!:‘  -J  :i  l  nr 
Di-'t  ( 

ft-/ 


'  B  V 


v  i  • 


TA8LE  I.  -  SPUR  GEAR  DATA 


Test  gear  -  standard: 

Number  of  teeth . 28 

Diametral  pitch  .  8 

Whole  depth,  cm  (in.)  .  0.762  (0.300) 

Addendum,  cm  (in.)  .  0.3)8  (0.125) 

Pressure  angle,  deg . 20 

Pitch  diameter,  cm  (in.)  .  8.890  (3.500) 

Tooth  width,  cm  (in.)  .  0.635  (0.250) 

Outside  diameter,  cm  (in.)  .  9.525  (3.750) 

Root  fillet,  cm  (in.)  . 0.102  to  0.152 

(0.04  to  0.06) 

Measurement  over  pins,  cm  (in.)  .  9.603  to  9.630 

(3.7C07  to  3.7915) 

Pin  diameter,  cm  (in.)  .  0.549  (0.216) 

Backlash,  cm  (in.)  .  0.0254  (0.010) 

Tip  relief,  cm  (in.)  .  0.001  to  0.0015 

(0.0004  to  0.0006) 

Test  gear  -  Modified:  see  Pig.  3  for  modi fications 
Slave  gear 

Number  of  teeth . 35 

Diametral  pitch  .  10 

Tooth  width,  cm  (in.)  . 3.81  (1.5) 


TABLE  II.  -  LOAD  AND  SPEED  CONDITIONS 


Test 

number 


Test  gear 

Tangential  load, 

Speed , 

N  (lb) 

1 

rpm 

Standard 

1615  (363) 

10  160 

1615  (363) 

7  470 

1292  (290) 

10  160 

1292  (290) 

7  470 

969  (218) 

10  160 

969  (218) 

7  470 

Modi f ied 

1615  (363) 

10  160 

1615  (363) 

7  470 

1292  (290) 

10  160 

1292  (290) 

7  470 

969  (218) 

10  160 

969  (218) 

7  470 

TABLE  III.  -  MESHING  FREQUENCIES 


Operating  speed. 

Test  gear, 

Slave  gear. 

rpm 

- 1 

Hz 

Hz 

10  160 
7  470 


4741 

3486 


5927 

4358 
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'FIELD 


FIG.  1.  -  SCHEMATIC  OF  THE  RAIMS  SYSTEM. 
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FIG.  10.  -  SOUND  POWER  FOR  THE  FOUR  PLANES  INVESTIGATED 
(CONDITIONS:  MODIFIED  GEARS,  7470  rpm,  1615  N). 
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